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The Induction of Hyperthermia in
Rabbit Liver by means of Duplex
Stainless Steel Thermoseeds
Objective: To determine the heating characteristics of needle-shaped duplex
stainless steel thermoseeds, and to evaluate their effectiveness in the induction
of hyperthermia in rabbit liver.
Materials and Methods: Thermoseeds of the two different shapes, L-shaped
for single doses of hyperthermia and I-shaped for in-vitro study and repeated
hyperthermic induction, were prepared. For the in-vitro study, an I-shaped ther-
moseed 0.23 mm in diameter and 25 mm long was placed inside a plastic tube
filled with water. Heat was applied for 30 minutes within an induction magnetic
field, and during this time changes in temperature were recorded using three ther-
mocouples. For the in-vivo study, fifteen New Zealand white rabbits were divided
into five equal groups. An I-shaped or L-shaped thermoseed was inserted in each
rabbit’s liver, and then placed within the center of the magnetic induction coil dur-
ing a 30-minute period of hyperthermia. The rabbits in the first group were sacri-
ficed immediately after hyperthermia was induced once, while those in the other
groups were sacrificed at 1, 3, and 7 days, respectively, also after one induction.
The remaining three rabbits were sacrificed 4 days after three consecutive daily
treatment sessions. The resected segments of liver were subsequently evaluated
histopathologically for the extent of coagulation necrosis caused by heating of the
thermoseed.
Results: The in-vitro study demonstrated that the temperature in the ther-
moseed, which was 25.9 before heating and 54.8 after heating, rose rapidly
at first but progressively less rapidly as time elapsed. Light microscopic examina-
tion of the rabbits’ livers revealed coagulation necrosis and infiltration by inflam-
matory cells around the insertion site of the thermoseed. The maximum diameter
of coagulation necrosis was 2.81 1.68 mm, and this occurred in the rabbits that
were sacrificed 7 days after heat induction.
Conclusion: Needle-shaped duplex stainless steel thermoseeds show tem-
perature-dependent-type heating characteristics, and in rabbit liver, induced
coagulation necrosis of surrounding tissues after heat is applied for 30 minutes.
These thermoseeds may thus be useful for the induction of interstitial hyperther-
mia.
he use of interstitial hyperthermia as a way of inducing localized hyper-
thermia in a limited tissue volume has been the subject of various studies
investigating the treatment of cancer. Various induction methods have
been developed (1, 2), and among these the radiofrequency electrode implantation
technique has proven most popular and successful; the need to connect each implanted
device to a power source limits its practicality, however, especially in the treatment of
a deep-seated tumor. Heating a thermoseed by means of an external magnetic induc-
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Ttion field has, though, been used to create localized inter-
stitial hyperthermia without the need for a connection be-
tween the thermoseed and a power source.
Thermoseeds may be made from a variety of alloys, and
their heat production properties thus vary accordingly, in-
fluencing the choice as to which is appropriate in each of a
variety of specific applications. On the basis of their heat-
production characteristics, thermoseeds may be classified
as one of three types (3): idealized constant-temperature
thermoseeds, which maintain a constant Curie point in any
environment; constant-power thermoseeds, which are as-
sumed to produce constant power at any temperature and
are made from stainless steel #433 or any ferromagnetic
material with a Curie point well above the therapeutic
temperature range; and temperature-dependent ther-
moseeds, which produce varying amounts of heat, depend-
ing on the environmental temperature. Most currently
available thermoseeds, such as Ni-Cu, Ni-Pd, Pb-Co, and
Ni-Si alloys, are of this type. Duplex stainless steel has a
relatively high chromium content and relatively low nickel
content, and in the presence of an external magnetic field
produces heat in a temperature-dependent manner.
Our study reports the heat production characteristics of
newly developed thermoseeds made from duplex stainless
steel, and presents the results of in-vivo experiments to de-
termine their thermal effects on normal rabbit liver.
MATERIALS AND METHODS
In-vitro experiments
Thermoseeds and magnetic induction system
Thermoseeds in the form of a 0.23-mm-diameter wire
were made from Fe 55.1%, Cr 16.5%, Ni 9.5%, Nb 5.3%,
Cu 4.0%, and Co 3.2%. They were either L-shaped and 4
cm long, with a right-angle bend 2.5 cm from one end for
one-time delivery of interstitial hyperthermia, or I-shaped,
2.5 cm long, and suitable for complete embedding into the
hepatic parenchyma of a rabbit (Fig. 1).
The apparatus required for magnetic field induction was
an induction coil, a cooling system, and a magnetic field
generator. The cylinder-shaped induction coil was 20 cm in
length and 40 cm in diameter, and had nine turns of copper
tube. Its maximum power was 7.0 kW, and its frequency,
114 kHz. For heating the thermoseeds, 5.4kW of energy
(180 V and 30 A) was used.
Methods
To evaluate the heating characteristics of the ther-
moseeds, thermocouples were used to measure their tem-
perature. A thermocouple is a temperature sensor made of
two dissimilar metals, and is based on the principle that the
junction between two metals generates a voltage that is a
function of temperature. We prepared a plastic tube with
three thermocouples passing through its wall. These, locat-
ed at 0.5, 1.5, and 2.5 cm above the bottom of the tube,
were connected to a personal computer for recording tem-
peratures every second. Prior to the insertion of a 2.5-cm-
long thermoseed, the tube was filled with 0.7 mL of water,
and to minimize heat exchange with the surroundings, was
embedded in a block of polystyrene foam placed in the
center of the induction coil parallel to the long axis of its
magnetic field (Fig. 2). The magnetic field was produced by
77% power output of the AC generator, the external mag-
netic field being supplied with power at 5.4kW for 30 min-
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Fig. 1. Two thermoseeds made from duplex stainless steel: L-
shaped and I-shaped, both are 2.5 cm in length.
Fig. 2. Method of temperature measurement for in-vitro experi-
ment. An I-shaped thermoseed is located within a test tube filled
with 0.7 mL of water. Three thermocouples, connected to a per-
sonal computer for data acquisition, are attached to the inside
wall of the plastic tube.utes.
In-vivo experiments
Materials
Fifteen New Zealand white rabbits were divided into
five equal groups. Immediately, or at 1, 3, and 7 days after
hyperthemia was induced once in groups I, II, III, and IV,
respectively, the animals were sacrificed; in group V, this
occurred 4 days after the last of three consecutive daily
treatment sessions.
Methods
Each rabbit was anesthetized with a combination of
Ketamine (15 mg/Kg; Ketara , Yuhan, Seoul, Korea) and
Xylazine (5 mg/Kg; Rompun , Bayer Korea, Kyunggi-do,
Korea) via intramuscular injection, and after three to five
minutes, was placed in the supine position on an operating
table. Inhalation anesthesia with isoflurane (Aerane ,
Ilsung, Seoul, Korea) was administered during the proce-
dure. After the rabbit was adequately anesthetized, the liv-
er was exposed through midline incision. Its left lobe was
selected and a thermoseed was inserted caudocranially
through its inferior edge. The use of a needle holder for
manipulation of the thermoseed facilitated accurate and
convenient insertion, and for easy removal after hyper-
thermia, L-shaped thermoseeds were used in groups I- IV.
A long-limb thermoseed (2.5 cm in length) was inserted in-
to the liver, whereas a short-limb thermoseed (1.5 cm) was
placed on the hepatic surface, without fixation (Fig. 3). I-
shaped thermoseeds were used in group V, and were com-
pletely embedded within the hepatic parenchyma. After
insertion of a thermoseed, the peritoneum was closed and
wet gauze was placed on the skin to prevent dehydration.
To create interstitial hyperthermia, the rabbit was placed
in the central area of the induction coil (Fig. 4); the power
and duration of the induced magnetic field were the same
as in the in-vitro experiment. Before each rabbit was sacri-
ficed, blood samples were obtained; death was induced by
intravenous injection of 10 ml KCl within seven days of
the implantation and heating procedures. The animals
were autopsied immediately, and the resected hepatic seg-
ments were placed in a 10% buffered formalin solution.
Representative specimens were sectioned perpendicular to
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Fig. 4. Heating system for the induction of interstitial hyperthermia in rabbit liver, using a thermoseed.
A. Schematic drawing shows the heating system and a rabbit with an L-shaped thermoseed for the induction of interstitial hyperthermia.
B. Photograph of rabbit and induction coil during interstitial hyperthermia. A mask and equipment for general anesthesia of the animal
are visible.
AB
Fig. 3. Radiograph of a rabbit shows an L-shaped thermoseed
(arrow) in the liver. The inserted portion of the thermoseed is
aligned parallel to the long axis of the rabbit.the pathway of the thermoseed, and stained with hema-
toxyin-eosin. An anatomic pathologist evaluated all speci-
mens to interpret the histopathologic changes caused by
hyperthermia. Examination in a low-power microscopic
field demonstrated the extent of coagulation necrosis, and
this was measured at the longest diameter using an elec-
tronic scale. For each animal, complete blood count and
liver function tests were performed, and the results were
compared with those of normal rabbit blood. Student’s t
test was used for statistical analysis. 
RESULTS
In-vitro Experiment
Over the 30-minute period that the external magnetic in-
duction field was applied, the temperature rose from 25.9
before heating to 54.8 after. Mean temperatures mea-
sured by three thermocouples were 29.5 before heating,
36.5 at 5 minutes, 43.3 at 10 minutes, 47.9 at 15
minutes, 51.2 at 20 minutes, 53.4 at 25 minutes, and
54.8 at 30 minutes (Table 1). The temperature rose
rapidly at first, but more slowly as time elapsed. During
heating, the thermocouple located in the lowest portion of
the plastic tube showed the highest temperature, and the
one in the highest portion, the lowest. The mean tempera-
ture difference between the lowest and highest thermocou-
ples was 4.3 , but such differences also tended to de-
crease with time.
In-vivo Experiment
We found histopathologic evidence of thermal change in
14 of 15 rabbits, with no abnormal changes in one rabbit in
group I (the immediate post-hyperthermia group), proba-
bly due to an error in resection of the specimen. Light mi-
croscopic examination after fixation in formalin solution
for 24 hours showed coagulation necrosis and infiltration
by inflammatory cells around the thermoseed insertion
site. Histopathologic examination showed that an insertion
site was either an empty space, or was filled with hemor-
rhage or necrotic tissue.
Coagulation necrosis occurred around the insertion site
to a variable extent, but was most severe at the central
portion (Fig. 5). In pathologic specimens, such areas were
either irregular and lobulated, or stellate shaped, rather
than oval or round. The mean extent of coagulation necro-
sis, as measured by light microscopic examination, was
0.88 0.13 mm in group I (n=2), 1.53 0.14 mm in group
II (n=3), 2.21 0.23 mm in group III (n=3), 2.81 1.68
mm in group IV (n=3), and 1.75 0.66 mm in group V
(n=3) (Table 2). In the groups in which hyperthermia was
induced once, the extent of coagulation necrosis tended to
increase with time after heat was applied. Fibrosis was not-
ed in groups III and IV, but was more severe in group IV.
The extent of infiltration by inflammatory cells was most
severe in group III, followed by group IV and group II.
The blood count of pre- and post-hyperthermia rabbits
revealed no statistically significant differences, though the
liver function test showed that in group II, alanine amino-
transferase (ALT) was significantly elevated. Mean ALT
values in pre- and post-hyperthermia rabbits were 40 U/L
and 95 U/L, respectively.
DISCUSSION
Ferromagnetic alloys become heated by eddy current
loss when placed in an oscillating magnetic induction field.
Heat is transferred to the surrounding tissue, resulting in
localized interstitial hyperthermia. The temperature at
which the alloy changes from the ferromagnetic to the non-
magnetic or paramagnetic state is termed its Curie point. A
needle-shaped alloy used in the induction of localized in-
terstitial hyperthermia is known as a thermoseed, and mag-
netic induction heating of thermoseed implants can be used
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Table 1. Heating Characteristics of Duplex Stainless Steel
Thermoseed ( )
Heating Time
Channel 1 Channel 2 Channel 3 Mean T
(minutes)
00 25.9 25.9 25.9 25.9 000
05 38.4 37.0 33.8 36.4 10.5
10 45.2 44.1 40.7 43.3 06.9
15 49.7 48.7 45.4 47.9 04.6
20 52.8 52.0 48.9 51.2 03.3
25 55.0 54.1 51.0 53.4 02.2
30 56.4 55.6 52.5 54.8 01.4
Note. Thermocouple located 5 mm above bottom of test tube,   The-
rmocouple located 15 mm above bottom of test tube,   Thermocouple
located 25 mm above bottom of test tube,  Mean temperature measured
with three thermocouples,  Temperature increment during each five-
minute period
Table 2. Histopathologic Evaluation of Rabbit Liver after Hy-
perthermia
Group Diameter of Coagulation Inflammatory Fibrosis
Necrosis (mm) Cells
1 (n = 2 )0 . 8 8 0.13 Absent Absent
2 (n = 3) 1.53 0.14 + Absent
3 (n = 3) 2.21 0.23 ++ +
4 (n = 3) 2.81 1.68 + ++
5 (n = 3) 1.75 0.66 + ++
Note. * No abnormal histopathologic findings in one of the three rabbits, 
+ Present, ++ ExtensivePark et al.
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Fig. 5. Light micrographs of rabbit liver after the induction of inter-
stitial hyperthermia using a duplex stainless steel thermoseed. The
area of coagulation necrosis is indicated by arrows.
A. Immediately after heating, chromatin condensation of the nucle-
us and increased eosinophilia of hepatocytic cytoplasm around the
central hole (thermoseed insertion site) are noted (original magnifi-
cation,  40; hematoxylin-eosin staining).
B. A day after heating, a thin band of coagulation necrosis around
the central hole (filled with RBCs and necrotic tissue) and infiltra-
tion of some eosinophils at the margin of coagulation necrosis are
apparent (original magnification,  40; hematoxylin-eosin staining).
C. Three days after heating, an area of coagulation necrosis larger
than that seen in Fig. 5B, together with inflammatory cell infiltration
and early fibrosis around the area of necrosis, is seen (original
magnification,  40; hematoxylin-eosin staining).
D. Seven days after heating, an extensive area of coagulation
necrosis, about 4 mm in diameter and with extensive surrounding
fibrosis, is noted (original magnification,  20; hematoxylin-eosin
staining).
E. Four days after three consecutive daily periods of heating, calci-
fied hyaline material in the area of coagulation necrosis is seen, to-
gether with multinucleated giant cell infiltration. There is extensive
fibrosis around the necrotic area, but surrounding inflammatory
cells are not similarly extensive (original magnification,  40;
hematoxylin-eosin staining).
E
CD
ABto produce highly localized hyperthermia in deep-seated
tumors. Thermoseeds absorb energy from an externally
applied magnetic induction field without being in direct
contact with the source of power. Most thermoseeds lose
their ferromagnetic properties at a predetermined tempera-
ture (Curie point) within the therapeutic temperature
range, and automatic temperature regulation can thereby
be achieved.
Hyperthermic treatment using thermoseed implants re-
quires their correct insertion into the target tissue, which
can be difficult, but these implants have several advan-
tages: the procedure does not require any wire connection
between the implants and external devices; it produces au-
tomatic temperature control in the target tissue if self-regu-
lating thermoseeds are used; and target tissue can be heat-
ed repeatedly without the need for any additional devices
or surgery. Metal thermoseeds generate heat by eddy cur-
rent loss, and tissues near the thermoseeds are then heated
via thermal conduction.
In the hyperthermic treatment of tumors by ther-
moseeds, thermal self-regulation should be particularly
beneficial. Self-regulating thermoseeds adjust their rate of
heat production so as to maintain a temperature close to
the Curie point. Thus, if an array of thermoseeds were
used for interstitial hyperthermia treatment of a tumor, the
temperature attained by each implant would depend on its
particular environment (4).
Several materials that generate heat in the presence of a
magnetic field have been developed. Various combinations
of ferromagnetic alloys such as Ni-Cu, Ni-Pd, Ni-Co, and
Ni-Si have been used as self-regulating thermoseeds, the
size and shape of which have been appropriate for special
application to deep-seated tumors (5 8). Because ther-
moseeds with a Curie point within the therapeutic range
contain nickel, copper, and sometimes other potentially
toxic elements, biocompatibility has been a concern in the
development of thermoseeds for therapeutic use. Efforts to
render thermoseeds nontoxic have involved several ap-
proaches, including coating the seed with layers of biocom-
patible material, or encasing it within a catheter. However,
the coating materials are not permanent and can influence
the heating characteristics or change the conduction of heat
within tissue. Another problem is that thermoseeds made
of Ni-Co are too soft to implant into tissue, so steel needles
that act as a temporary conduit are required (9).
Because of the advantages offered by self-regulation at a
defined Curie point, little attention has been devoted to
the use of relatively biocompatible implants made of stain-
less steel. This is relatively safe in the body, so has been
used widely in medical applications; because its Curie
point is beyond the therapeutic range, it is not, though, a
suitable thermoseed material, and depending on its compo-
sition, may also be incapable of producing sufficient heat.
Duplex stainless steel, however, has both magnetic and
nonmagnetic heating characteristics, and if these are com-
bined appropriately, is suitable for use within the therapeu-
tic temperature range and in the presence of an induced
magnetic field.
We evaluated the heating characteristics of thermoseeds
made of duplex stainless steel in both in-vivo and in-vitro
experiments. In the latter, temperatures were measured
during the heating of duplex stainless steel thermoseeds by
induced magnetic field, and the resultant time-temperature
curve showed heating characteristics that were tempera-
ture dependent rather than of the constant power type.
The histopathologic study of rabbit liver after hyperther-
mia showed coagulation necrosis, infiltration by inflamma-
tory cells, and fibrosis around the insertion site of a ther-
moseed.
The responses of tissue or cells to hyperthermic treat-
ment depend on the degree and duration of heating.
Cellular homeostasis can be maintained by slight tempera-
ture increases (to approximately 40 ), but beyond this, at
42 45 , cells become more susceptible to damage by
other agents such as chemotherapy and radiation (10).
When temperatures are increased to 46 for 60 minutes,
irreversible damage occurs (11), and temperatures of 50
52 markedly shorten the time required to induce cy-
totoxicity (4 6 minutes) (12). A key aim of ablative thera-
pies is to achieve and maintain a 50-100 temperature
range throughout the entire target volume (1): in our ex-
periments, a temperature of over 50 was maintained for
12 minutes during heating which lasted 30 minutes.
Duplex stainless steel thermoseeds of a relatively small
diameter provide adequate increases in temperature (13),
and compared with those which are of large diameter, their
use confers certain advantages: heat production by ther-
moseeds is improved by the application of a number of fil-
aments with a small diameter rather than a single solid
cylindrical thermoseed with the same sectional area (14),
and less tissue damage is also expected. Even though our
in-vivo study showed a relatively small extent of coagula-
tion necrosis, this problem can, in theory, be overcome by
increasing the radius of the thermoseed incrementally, us-
ing multiple thermoseeds simultaneously in a square grid
pattern, prolonging heating time, using a stronger magnetic
induction field, or using thermoseeds with a higher Curie
point.
The temperature reached by a thermoseed is a function
of several variables, including the strength and frequency
of the electromagnetic field, the orientation of the ther-
moseed within the coil, its proximity to other thermoseeds,
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the permeability and electrical conductivity of the ther-
moseed, the local blood perfusion rate, and the ther-
moseed’s thermophysical properties (15, 16). By suitably
adjusting some of these variables, it is possible to achieve
the temperature which induces the required degree of hy-
perthermia in target tissue. If small-diameter thermoseed
wires made of duplex stainless steel are used as stent mate-
rial, it is likely that inhibition of intimal growth (in the case
of a vascular stent), or reduction in the size of a malignant
tumor (in the case of a biliary stent), can be achieved by
heating the thermoseed with an externally induced mag-
netic field, without the need for additional surgery.
Our study suffers several limitations. First, no direct
comparison with other self-regulating thermoseeds was
made; second, in terms of the diameter of the thermoseeds,
the power of the magnetic induction field, and the duration
of heating, our in-vitro and in-vivo experiments were con-
ducted under only one set of conditions; third, the duration
of the in-vivo experiments was too short to evaluate the
biocompatiblity of the thermoseeds; fourth, only hepatic
tissue was used for the in-vivo experiments.
In conclusion, newly developed duplex stainless steel
thermoseeds demonstrate adequate temperature and tem-
perature-dependent heating characteristics in in-vitro ex-
periments, and induce coagulation necrosis in rabbit liver
in in-vivo experiments. Duplex stainless steel is thus a suit-
able new thermoseed material for the induction of intersti-
tial hyperthermia.
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